Abnormality in cerebral blood flow (CBF) distribution can lead to hypoxic-ischemic cerebral damage in newborn infants. The aim of the study was to investigate minimally invasive approaches to measure CBF by comparing simultaneous 15 O-water positron emission tomography (PET) and single TI pulsed arterial spin labeling (ASL) magnetic resonance imaging (MR) on a hybrid PET/MR in seven newborn piglets. Positron emission tomography was performed with IV injections of 20 MBq and 100 MBq 15 O-water to confirm CBF reliability at low activity. Cerebral blood flow was quantified using a one-tissue-compartment-model using two input functions: an arterial input function (AIF) or an image-derived input function (IDIF). The mean global CBF (95% CI) PET-AIF, PET-IDIF, and ASL at baseline were 27 (23; 32), 34 (31; 37), and 27 (22; 32) mL/100 g per minute, respectively. At acetazolamide stimulus, PET-AIF, PET-IDIF, and ASL were 64 (55; 74), 76 (70; 83) and 79 (67; 92) mL/100 g per minute, respectively. At baseline, differences between PET-AIF, PET-IDIF, and ASL were 22% (P o 0.0001) and − 0.7% (P = 0.9). At acetazolamide, differences between PET-AIF, PET-IDIF, and ASL were 19% (P = 0.001) and 24% (P = 0.0003). In conclusion, PET-IDIF overestimated CBF. Injected activity of 20 MBq 15 O-water had acceptable concordance with 100 MBq, without compromising image quality. Single TI ASL was questionable for regional CBF measurements. Global ASL CBF and PET CBF were congruent during baseline but not during hyperperfusion.
INTRODUCTION
Abnormality in cerebral blood flow (CBF) distribution can lead to hypoxic-ischemic damage in newborn infants and is a major cause of later neurocognitive impairment. 1 Hypoxic-ischemic damage often occurs in the periventricular white matter of the preterm infant where CBF is low, 2, 3 while regional hyperperfusion is associated with hypoxic-ischemic encephalopathy after asphyxia in term infants. [4] [5] [6] Thus, a clinically useful, robust, and accurate method for measuring CBF in newborn infants is needed. 7 Monitoring of CBF in a region of the brain is possible by Doppler ultrasound and near infrared spectroscopy (NIRS), but these methods do not offer an imaging result. Imaging modalities of quantitative perfusion include single photon emission computed tomography, positron emission tomography (PET), and arterial spin labeling (ASL) magnetic resonance imaging (MR).
Positron emission tomography with 15 O labeled water is considered the 'gold standard' in quantification of CBF 8, 9 but the use is limited because of radiation exposure, limited access of the tracer, and need for laborious invasive procedures. In contrast, MR is broadly available, but the use of ASL in newborn infants is challenged by a number of factors that could impair the accuracy of the absolute values: low signal intensity because of the low blood content in the brain, limited water extraction in brain tissue, and inherent low CBF in newborn infants, all contributing to a low signal-to-noise ratio (SNR).
We have used our PET/MR system to compare quantitative global CBF values in newborn piglets with ASL and PET simultaneously, ensuring identical physiologic state and eliminating the disturbing effects because of unstable CBF. Furthermore, we tested the global CBF reliability of a low injected activity (20 MBq) of 15 O-water and a minimally invasive image-derived input function (IDIF) from the left ventricle of the heart. The final aim was to develop a clinically useful method for imaging of CBF in newborn infants to later be able to study the pathophysiology of focal brain injury, such as stroke and periventricular leukomalacia.
MATERIALS AND METHODS
The experimental protocol for the study was approved by the Danish Animal Experiments Inspectorate, license no. 2012-15-2934-00064 and conducted in accordance with the University of Copenhagen Animal Ethics Policy and with the ARRIVE (Animal Research: Reporting In Vivo Experiments) guidelines. All procedures were performed under general anesthesia and all precautions were taken to minimize suffering.
Animal Model
Seven healthy female newborn piglets (Danish landrace, mean weight 4.6 kg ± 0.2 s.d., mean age 3.4 weeks ± 0.4 s.d.) were delivered from a local farmer and scanned the same day. The piglets were anesthetized with an intramuscular injection of Zoletil (xylazine 2 mg/kg, ketamine 10 mg/kg, metadone 1 mg/kg, and butorphanol 1 mg/kg. Virbac, Denmark), hereafter tracheotomized and intubated. Spontaneous respiration was sufficient during the preparation and animals were kept in analgesia and anesthesia with intravenous fentanyl 10 μg/kg per hour and intravenous propofol 15 mg/kg per hour. Polyurethane catheters were placed in ear veins and subcutaneous abdominal veins bilaterally and in femoral arteries bilaterally. In total, four venous and two arterial catheters were placed and flushed with heparinized saline. For septic prophylaxis, ampicillin intravenous 200 mg/kg and gentamicin intravenous 4 mg/kg were administered as bolus injections. Fluid and glucose losses were compensated with intravenous isotonic glucose 20 mL/kg per hour.
When stable, the piglets were transported to the PET center covered in blankets and monitored by a portable capnograph (Secma, Skaevinge, Denmark). In the scanner room, anesthesia was continued by intravenous propofol (15 to 20 mg/kg per hour) using a pump (B Braun, Melsungen, Germany) and intravenous fentanyl (10 μg/kg per hour) dosed by hand. If necessary, some piglets also received intravenous Zoletil (xylazine 0.2 mg/ kg, ketamine 1 mg/kg, metadone 0.1 mg/kg, and butorphanol 0.1 mg/kg). Piglets were ventilated by an MR-compatible respirator (Fabius MRI, Dräger, Lübeck, Germany) with 30 to 60% oxygen, tidal volume~35 mL. The piglets were monitored with invasive mean arterial pressure, heart rate, electro cardiogram, and capillary saturation displayed on a monitor. Rectal temperature was measured at the start and at the end of the experiment by a mercury thermometer.
The PET/MR scans were performed on the Siemens Biograph mMR system (Siemens, Erlangen, Germany). 10 The piglets were placed supine in the scanner and fitted with blankets. The field of view covered brain, heart, and thorax until the level of the liver. Data were acquired in a single bed position of 25.8 cm axial field of view.
Eight PET/MR scans for each piglet were performed with simultaneous PET 15 O-water and ASL MR. Four scans at baseline and four scans after intravenous acetazolamide (Diamox, Mercury Pharmaceuticals, Croydon, UK) 10 mg/kg were conducted to compare methods at a wide range of CBF values. An interval of minimum 20 minutes after injection was included to obtain a new steady state. Acetazolamide is a commonly used vasodilator in cerebral studies 11, 12 and 10 mg/kg was sufficient to elicit cerebral arteriolar vasodilatation in piglets in a previous study. 13 The PET scans were performed using either 20 MBq or 100 MBq 15 O-water (four of each). The order of 20 MBq or 100 MBq injections was balanced by a Latin squared design (ABBABAAB). Arterial blood samples (0.5 mL) were collected from the left femoral arterial catheter after each scan to a total of eight samples per piglet and analyzed for partial pressure of carbon dioxide, partial pressure of oxygen, and oxygen saturation (PaCO 2 and PaO 2 and SaO 2 ) (ABL80Flex, Radiometer, Brønshøj, Denmark). During baseline scans, respiratory rate was adjusted to keep PaCO 2 at a constant level at around 5.5 kPa and after administration of acetazolamide to keep PaCO 2 below approximately 8 kPa. At the end of the experiments, the piglets were euthanized with an overdose of intravenous pentobarbital 150 mg/kg.
MR Image Acquisition and Processing
The piglets were imaged using a 16-channel mMR head-neck array coil, designed by the vendor specifically for the PET/MR system to minimize radiation damping. When stable, high resolution three-dimensional T1-weighted image (magnetization-prepared rapid acquisition gradient echo (MP-RAGE)) was performed for anatomic imaging with the following parameters: Matrix size = 256 × 256, slice thickness = 1 mm, echo time = 2.44 milliseconds, repetition time = 1,900 milliseconds, field of view = 250 mm, flip angle 9°.
Arterial spin labeling scans were started simultaneously with 15 O-water injection and continued for 7 minutes. Planning of the sequence was done on the MP-RAGE. Pulsed ASL was performed with the standard Siemens protocol (PICORE-Q2TIPS) with the following parameters: Single-shot echo planar imaging readout and parallel imaging acceleration factor = 2, flip angle 90°, matrix size = 64 × 64, voxel size = 3 × 3 × 4 mm 3 , echo time = 11 ms, repetition time = 2,500 milliseconds, TI 1 = 800 milliseconds, TI 1s = 1,600 milliseconds, TI 2 = 1,800 milliseconds, field of view = 192 mm, bandwidth = 2,232 Hz/pixel, 14 slices with slice thickness of 4 mm. The labeling plane was placed across the neck and upper thorax of the piglet. A total of 164 measurements were carried out, 82 pairs of label-control images. After each ASL scan, proton density-weighted images were acquired with the following parameters: matrix size: 64 × 64, echo time = 11 milliseconds, repetition time = 10,000 milliseconds, slice thickness 4 mm.
Global CBF was quantified in FSL (FMRIB software library). 14,15 A wholebrain region was drawn as a volume of interest on the anatomic MP-RAGE. The control-labeled differences were calculated and used to compute the perfusion-weighted maps. The maps were normalized by the proton density images. Quantification of CBF was performed according to established consensus for pulsed ASL Q2TIPS sequence to yield quantitative values in parametric maps in mL/100 g per minute (ASL CBF): 16, 17 
where C ASL denotes CBF, λ is the brain/blood partition coefficient (0.9 mL/g), SI control and SI label are the time-averaged signal intensities in the control and label images, respectively, T 1,blood is the longitudinal relaxation time of blood (1,650 milliseconds), α is the labeling efficiency (0.98), SI PD is the signal intensity of the proton density image.
PET Image Acquisition and Processing
Dynamic scans were started approximately 60 seconds before either 20 MBq or 100 MBq
15
O-water was injected to the left femoral vein as a short bolus (2 to 4 mL). The catheter was flushed with 2 mL heparinized isotonic saline. Data were collected in list mode for 8 minutes, initiated 1 minute before injection. There was a minimum interval of 12 minutes between injections to allow for tracer decay.
Approximately 60 seconds before 15 O-water injection, arterial blood sampling for the measurement of arterial input function (AIF) was initiated using an automatic MR-compatible blood sampling system (Swisstrace, Menzingen, Switzerland) measuring activity in the blood every second. A shunt was constructed from the right femoral artery returning the blood through the right abdominal vein catheter using a peristaltic pump (Ismatec, Oak Harbour, WA, USA) with a withdrawal rate of 3 mL/min. The arterial catheter tip reached into the iliac artery. The length of the arterial catheter was 100 cm with an inner diameter of 1.0 mm. The distance from the artery to the detector block was approximately 15 cm. For blood clotting prophylaxis, intravenous heparin 100 IE/kg (LEO Pharma, Ballerup, Denmark) was administered.
Standard MR-based attenuation maps (MR_AC DIXON ) were derived using the vendor provided DIXON VIBE sequence. 18 MR_AC DIXON attenuation maps were reconstructed on 192 × 126 × 128 matrices (2.6 × 2.6 × 3.1 mm 3 voxels). Corrections including lung delineation were done in the MR_AC DIXON and hereafter, co-registered full-dose CT attenuation values replaced the MR_AC DIXON inside the brain region. Details are specified in the Supplementary Information.
The PET images were reconstructed using OP-OSEM (four iterations, 21 subsets, 2 mm Gaussian post filtering) on 256 × 256 matrices (1.1 × 1.1 × 2.0 mm 3 voxels) into the resulting PET data set. The data were sorted in the following manner: 1 × 30 seconds, 20 × 3 seconds, 10 × 5 seconds, 11 × 10 seconds, 4 × 20 seconds, 1 × 150 seconds. The reconstructed images were corrected for randoms, dead time, and decay. Scatter correction was performed as a model based single scatter simulation for three-dimensional PET. 19 All PET analysis was done in PMOD (PMOD technologies, Zürich, Switzerland). A whole-brain region was drawn as a volume of interest on the MP-RAGE. A one-tissue compartment model adapted to 15 O-water PET studies was applied. K 1 , k 2 , and delay was fitted simultaneously by the method by Meyer. 20 The dispersion was not fitted; for PET-AIF, dispersion was set to 3 seconds, and for PET-IDIF, the dispersion was set to 0 seconds. The equation applied is as follows:
where C PET denotes brain tissue activity at time t (counts per second/g), K 1 (CBF) denotes the unidirectional blood to brain 15 O-water clearance (mL/ 100 g per minute), k 2 denotes efflux rate constant (1/minute), C a denotes arterial input function (counts per second/mL), and τ denotes dispersion.
Only the first 3 minutes from bolus arrival to the brain were used for modeling.
Two different input functions were used for kinetic modeling. The first derived from the automatic blood sampling system, arterial input function (AIF). The measured blood activity was corrected for background activity and decay corrected to the start of the PET scan.
The second was an image-derived input function (IDIF) generated from the dynamic PET sequence. This approach has previously been described in human and animal studies. [21] [22] [23] For each piglet, a box volume of interest containing the left ventricle of the heart was placed on the MP-RAGE and projected to the PET. In this box volume of interest, segmentation of the 75 voxels with highest activity was done in the average of the three 3-second PET frames (three-dimensional Gaussian 5 mm filter) where most of the activity was in the left ventricle. On the MP-RAGE, the positioning of the 75 voxels was evaluated, ensuring that placement was in the center of the left ventricle at a distance of minimum 5 mm to the myocardium. The 75 voxels were then projected to the dynamic PET sequence to generate the time activity curve for the IDIF. Details are specified in the Supplementary Information.
Statistical Analysis
Initial comparisons of PET and ASL methods were made in Bland-Altman plots. As variance was seen to increase with increasing values, a logarithmic transformation was applied to the data before analysis. To evaluate the overall differences between methods and the effects of acetazolamide stimulus and injected activity of 20 MBq or 100 MBq, a linear mixed model for repeated measurements with group dependent residual variances was applied. Estimated effect of acetazolamide and between-method biases were expressed as expected difference in percentage with 95% confidence intervals and test-retest variability for the three methods were reported as absolute variability calculated as follows:
where scan 1 and scan 2 refer to CBF estimates with the same injected activity (100 MBq or 20 MBq). Statistical significance was defined as Po0.05. All analyses were performed with SAS version 9.3 (SAS Institute, Cary, NC, USA).
RESULTS
The mean values for measured physiologic parameters during baseline and acetazolamide are shown in Table 1 . Mean arterial pressure decreased significantly with 7.1 (95% CI: − 11.2; − 3.1) mm Hg and PaCO 2 increased significantly with 2.2 (1.6; 2.8) kPa. Heart rate increased significantly with 13.2 (1.9; 24.5) beats/ minute. No significant changes were observed in capillary saturation, rectal temperature, PaO 2 , or Hct (hematocrit). Six ASL scans were not useful because of erroneous table position shifts (one in two piglets, two in two piglets), so a total of 56 PET scans and 50 ASL scans were successful. In the kinetic modeling, the mean PET AIF delay was 3.6 seconds (2.9; 4.3), and the mean PET IDIF delay was − 1.9 seconds (−1.7; − 2.1).
Positron emission tomography CBF using the arterial input function (PET AIF) and PET using the image-derived input function (PET IDIF) were at baseline 27 (23;32), 34 (31;37), and mL/100 g per minute, respectively, and the mean ASL CBF was 27 (22;32) mL/ 100 g per minute. At acetazolamide stimulus, PET AIF CBF and PET IDIF CBF were 64 (55;74), 76 (70;83) mL/100 g per minute, respectively, and the mean ASL CBF were 79 (67;92) mL/100 g per minute. Mixed linear analysis estimated the effect of acetazolamide as an increase in median PET AIF CBF by a factor 2.3 (2;2.7). There was a significant effect of acetazolamide on CBF bias between methods with statistically significant bias between PET AIF and ASL (P = 0.0003) and PET AIF and PET IDIF (P = 0.0008). At baseline, a significant difference was found between PET AIF and PET IDIF (P o 0.0001). In comparison with PET AIF, ASL underestimated CBF slightly at baseline (−0.7% mean difference) and overestimated CBF at acetazolamide stimulus (23.6% mean difference). PET IDIF overestimated CBF at both baseline and acetazolamide stimulus (21.9% and 18.9%, respectively). There was a significant difference in variances between methods when accounting for dose and acetazolamide effect (P = 0.01). Arterial spin labeling showed the largest variance, and PET AIF showed the smallest variance. A and B) . AIF, arterial input function; ASL, arterial spin labeling; MP-RAGE, magnetization-prepared rapid acquisition gradient echo; PET, positron emission tomography. Table 2 shows the results of the global CBF for ASL, PET AIF, and PET IDIF. Values for injected activity (100 MBq and 20 MBq) are shown. Using a tracer activity of 20 MBq resulted in a higher variance when assuming no acetazolamide effect (P = 0.06) and when accounting for acetazolamide effect (P = 0.08), but the differences were not significant. Test-retest variability was similar for 100 MBq injected activity for the three methods (ASL 8.2%, PET IDIF 7.5%, and PET AIF 8.6%). Test-retest variability for 20 MBq for PET IDIF was higher than PET AIF (11.6% versus 7.4%). Test-retest variability for ASL was higher in the 20 MBq PET scan sessions (15.9%), however, when excluding an outlier with a high variability of over 60%, test-retest was 11.9%.
Cerebral blood flow images for PET and ASL along with anatomic MP-RAGE as reference for two piglets are shown in Figure 1 . Both modalities showed a similar perfusion pattern with higher perfusion in the cerebellum and occipital lobes, however, the ASL CBF image showed higher perfusion values in these areas than PET CBF image. This pattern was represented in all the other piglets. It was also seen that the variation across voxels was greater in ASL than PET images, with more voxels with very low and very high values as seen in Figure 1A . Piglet no. 4 showed a greater tendency for low value voxels than piglet no. 7. Voxels with negative values were observed in deep white matter but also in frontal and parietal cortex as shown in Figures 1A and 1C of piglet no. 4. In this piglet, negative value voxels were most prominent, while it was less prominent in other piglets as seen in Figure 1E of piglet no. 7. Notice also the high perfusion values at the base of the brain in the ASL CBF image in Figures 1A, 1C and 1E, all in baseline scans, representing high signal intensity near the temporal lobes. This was in contrast to the PET CBF image. The 20 MBq PET CBF images displayed a larger regional noise level ( Figures 1C and 1D, ) but with a similar tracer distribution.
Higher bias at higher CBF values were observed on a scatter plot of global CBF values, as shown in Figure 2A . On a logarithmic scale, the plot was more uniform ( Figure 2B ) indicating a relative bias between the two CBF methods. By tracking the values of each piglet (Figures 2A and 2B) , it was shown that acetazolamide scans had a wider variance in ASL CBF values than PET CBF values. One piglet had lower ASL CBF values at acetazolamide than PET, which was in contrast to the trend of ASL CBF overestimation at higher CBF values.
DISCUSSION
We have simultaneously investigated two quantitative methods for the estimation of global CBF in a newborn piglet model on our PET/MR hybrid scanner with the aim of developing a clinical method for CBF measurements in newborn infants. Positron emission tomography was performed with injected activity of both 100 MBq and 20 MBq 15 O-water. This was done to study any adverse effects on CBF quantification of an injected activity level low enough to be acceptable for non-therapeutic research use in newborn infants. The injected activity of 15 O-water given to the piglets was 4.3 MBq/kg or 0.33 mSv ionizing radiation dose, which corresponds to approximately 1 month background radiation for a healthy person in Denmark.
Our study demonstrated that global CBF in newborn piglets using ASL and PET were congruent during baseline conditions but not during acetazolamide stimulus. Baseline ASL scans showed a large variation in voxel values including very high values and negative values. A systematic overestimation of global PET CBF was found when using IDIF. PET CBF performed with 20 MBq showed acceptable concordance with PET CBF performed with 100 MBq. Thus 20 MBq may be used clinically without compromising image quality significantly. The PET IDIF CBF showed an overestimation of approximately 20%. This would be an unacceptable result for comparison of clinical methods, especially if the difference was heterogenic with a high variance. In future research, it should be validated that a shorter time frame, e.g., 1 or 2 seconds, would limit the overestimation further. However, a short time frame would also contribute with noise especially in very low activity scans using 20 MBq. If a shorter time framing could not be possible, future studies deriving the IDIF from the heart in PET 15 O-water studies, should be aware of the possible overestimation of CBF values. Another source of bias to the IDIF was the possible contamination of myocardial uptake because of cardiac wall movements. This would be manifest as an increasing IDIF tail, which was not seen.
The reduction of injected activity to 20 MBq increased the variance and test-retest variability of CBF compared with 100 MBq (Table 2) , although not significantly. This is expected and a consequence of the increase in Poisson noise. It may introduce a bias in reconstruction as previously shown. 24, 25 However, we found that the increased regional noise level in PET images was at an acceptable level to qualify the application in newborn children to quantify regional CBF, not least, as the brain volume is substantially larger than in piglets. Pulsed ASL has inherent low SNR. The review of CBF images revealed large variations in ASL CBF images at the voxel level especially in low CBF areas, compared with the PET CBF images. Voxel values were in some piglets zero or below indicating inaccuracy. A high proportion of negative voxels has been reported in newborn infants with cardiac malformations and low CBF, and omitting the negative voxels from the estimation of global CBF was suggested. 26 Our data suggest that this procedure would increase the positive bias of ASL compared with PET.
In our study, we made use of a single post-labeling delay of 1,000 milliseconds (TI-TI 1 ) using the PICORE sequence which could partly explain the large variation at voxel level in ASL images, since the PICORE sequence using a single TI most likely does not fit all piglets because of the variation of arterial transit time in tissues between piglets and between physiologic state. A short delay increased the likelihood of incomplete delivery of labeled blood to the tissue. However, arterial transit time, e.g., the time from label of blood to arrival in capillary bed, has been estimated to 630 milliseconds in piglets 27 but up to~1,000 milliseconds in premature infants. 28 Arterial transit time can vary across brain regions with longest time in water-shed areas between vascular territories and in white matter. 29 Setting a suitable delay is a tradeoff between sufficient delivery of tracer to the tissue and decreased SNR because of decay of blood spins (T 1,blood ). A multi-TI approach to estimate regional arterial transit time and fitting of data could increase the accuracy of CBF estimates in regions with longer arterial transit time, e.g., white matter. 30 This could limit the risk of very low value voxels, which with a single T1 approach may not specifically reflect a low CBF value but rather a low signal. In pulsed ASL, the large tagging area used on the piglets, may also have given rise to cross-contamination of systemic tagged blood as previously suggested. 26 This may also have contributed to the large variation in voxel values in ASL CBF images.
Further, subject-specific estimates of ASL parameters, particularly T 1,blood and T 1,tissue could improve the accuracy of CBF measurements 28 to account for minor differences between subjects. In our study, we have used parameters derived from internationally recognized recommendations to the clinical implementation of the pulsed ASL sequence regarding T 1,blood and labeling efficiency (α). 16 The recommended T 1,blood value is derived from bovine blood, 31 which we assume to be similar to pig blood. Separate pig T 1,blood has not been reported in the literature. Koziak et al 27 found T 1,tissue in newborn piglets in gray and white matter at 3 T to be 1,646 ± 50 milliseconds and 1,368 ± 44 milliseconds, respectively. The gray matter T 1,tissue is relatively similar to human gray matter found at 1,608 milliseconds at 3 T. 32 Thus, a value of 1,650 milliseconds is appropriate for T 1,blood and the difference to gray matter T 1,tissue in piglets is relatively small.
The ASL sequence can influence CBF accuracy. Arterial spin labeling has been considered unsuitable to quantify white matter CBF, 29 but recent technical advances may change this circumstance. 33 Pseudo-continuous ASL (pCASL) is recommended for clinical imaging 16 and contributes with an improvement in SNR also in high-risk neonates 34 in comparison with pulsed ASL. Because of limitations in the software platform, pCASL was not available on our PET/MR system at the time of the study. However, for future research, our piglet model for simultaneous PET CBF and ASL CBF on a hybrid PET/MR has been proposed and validated. In future projects, the use of optimized ASL sequences using multi-TI and three-dimensional readout for improved SNR should be applied. The possibilities for comparison between other PET tracers using the heart IDIF and ASL for CBF imaging is promising for studies of neonatal hypoxic-ischemic brain damage. Regarding ASL in newborn infants, further research will be necessary to test ASL CBF regional accuracy in white matter, which is clinically the most important brain area when quantifying CBF in newborn infants suspected of hypoxic-ischemic brain damage.
Our study suggests that ASL may be used to measure global CBF in newborn infants in baseline conditions. However, when using a pulsed single TI ASL approach, negative value voxels in CBF images, higher variance and higher test-retest variability for global ASL CBF were seen. Arterial spin labeling CBF results should be used critically since newborn infants have inherently low CBF that challenges the ASL method. Preferably, subject-specific parameters should be used when feasible. 28, 35 As ASL provides one-shot static CBF, it is not useful for monitoring but can be performed as an add-on when conventional MR and MR spectroscopy are performed. It is clinically relevant to measure absolute CBF values in newborn infants, and global CBF in neonates is only one-third of adult CBF. [36] [37] [38] Premature infants are at a risk of developing hypoxic-ischemic damage as well as intracerebral hemorrhage at low CBF values 36, 37 and monitoring of cerebral hemodynamics is an important tool in caring for premature and sick infants. 1, 7 Previous neonatal CBF studies using single photon emission computed tomography have shown a very low CBF in white matter of premature infants, but the method was limited by corrections and partial volume effects. 2, 3 Older PET studies were limited by a low spatial resolution. [36] [37] [38] Positron emission tomography and single photon emission computed tomography both give ionizing radiation, which limit applications. Arterial spin labeling being noninvasive and radiation free, has been used in studies in newborn infants when absolute regional CBF values were investigated. [4] [5] [6] 28, 39, 40 However, no validation studies on neonatal ASL CBF have been conducted, a few human studies compare ASL and PET CBF in adults [41] [42] [43] [44] and only one on a hybrid PET/MR system. 45 Few piglet studies on ASL and PET CBF have been conducted. 27, 46 The advantage of our study is the simultaneous measurements of CBF with PET and ASL. However, the study has limitations. Our investigations serve as a pilot study to investigate the potentials of the hybrid PET/MR system for imaging in newborn infants; therefore the sample size was small. The piglet model only allowed investigation of global CBF values as the white matter regions in the newborn piglet were too narrow (3 to 4 mm) for reliable estimation of white matter CBF when the best obtainable resolution in PET was 4 mm and in ASL 3 mm.
In conclusion, minimally invasive PET approaches with low injected activity of 15 O-water and noninvasive image-derived input function was possible for quantification of CBF in newborn piglets. However, an overestimation of approximately 20% was observed using an IDIF and further validation is needed. Arterial spin labeling global CBF in newborn piglets were congruent with PET CBF during baseline conditions but not during acetazolamide stimulus, questioning global ASL CBF precision and reliability. Single TI ASL does not seem suitable for regional CBF measurements in newborn infants. Clinical studies to compare PET and ASL CBF in newborn infants on a hybrid PET/MR system using optimized ASL and multi-TI approach await further evaluation.
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